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Abstract

Background: The superior accuracy and sensitivity of 18F-FDG-PET/CT in comparison to morphological imaging
alone leads to an upstaging in up to 30% of lymphoma patients. Novel digital PET/CT scanners might enable to
reduce administered tracer activity or scan time duration while maintaining diagnostic performance; this might
allow for a higher patient throughput or a reduced radiation exposure, respectively. In particular, the radiation
exposure reduction is of interest due to the often young age and high remission rate of lymphoma patients.

Methods: Twenty patients with (suspected) lymphoma (6 for initial staging, 12 after systemic treatment, 2 in
suspicion of recurrence) sequentially underwent 18F-FDG-PET/CT examinations on a digital PET/CT (Siemens
Biograph Vision) with a total scan time duration of 15 min (reference acquisition protocol) and 5 min (reduced
acquisition protocol) using continuous-bed-motion. Both data sets were reconstructed using either standalone time
of flight (TOF) or in combination with point spread function (PSF), each with 2 and 4 iterations. Lesion detectability
by blinded assessment (separately for supra- and infradiaphragmal nodal lesions and for extranodal lesions), lesion
image quantification, and image noise were used as metrics to assess diagnostic performance. Additionally,
Deauville Score was compared for all patients after systemic treatment.

Results: All defined regions were correctly classified in the images acquired with reduced emission time, and
therefore, no changes in staging were observed. Lesion quantification was acceptable, that is, mean absolute
percentage deviation of maximum and peak standardized uptake values were 6.8 and 6.4% (derived from 30
lesions). A threefold reduction of scan time duration led to an increase in image noise from 7.1 to 11.0% (images
reconstructed with 4 iterations) and from 4.7 to 7.2% (images reconstructed with 2 iterations). No deviations in
Deauville Score were observed.
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Conclusion: These results suggest that scan time duration or administered tracer activity can be reduced threefold
without compromising diagnostic performance. Especially a reduction of administered activity might allow for a
lower radiation exposure and better health economics. Larger trials are warranted to confirm our results.
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Background
The 2014 Lugano Classification recommends performing
18F-FDG-PET/CT in lymphoma patients for interim sta-
ging and after the completion of chemotherapy for the
evaluation of treatment response. Accuracy in terms of
sensitivity has been shown to be higher than in standa-
lone morphological imaging, leading to an upstaging in
up to 30% of patients, especially in a subcohort of fre-
quently FDG-avid lymphoma subtypes [1]. Additionally,
interim staging 18F-FDG-PET/CT can predict survival in
lymphoma patients after systemic treatment with com-
bined chemo- and immunotherapy [2].
The two most relevant caveats in the imaging of lymph-

oma patients are (a) the high prevalence of brown adipose
tissue bearing the risk of false-positive results [3, 4] and (b)
the often small size of nodal lesions potentially leading to
false-negative results [5]. These factors do not only place
stringent requirements on the medical imaging specialists,
but also on the imaging devices, image acquisition proto-
cols, and image reconstruction algorithms. To ensure opti-
mal image quality for tumor imaging, the EANM
procedure guidelines on 18F-FDG-PET/CT recommend
starting the scan acquisition 60min after the intravenous
administration of 18F-FDG and a patient-specific
optimization of administered tracer activity. The necessary
18F-FDG activity is calculated based on patient weight,
scanning device, and emission time [6]. Typically, about 3
MBq/kg bodyweight of 18F-FDG are administered when
using an emission time of about 3min per bed position [7].
With the advent of a new generation of silicon

photomultiplier-based, so called digital PET/CT devices
a reduction of the injected amount of 18F-FDG appears
feasible due to the higher detector sensitivity and im-
proved coincidence timing resolution [7]: For example,
phantom studies have shown that a reduction of acquisi-
tion time up to a factor of six is possible while maintain-
ing a high diagnostic performance [8, 9]. Additionally, a
threefold reduction in acquisition time duration (which
is approximate to a reduction in administered activity by
the same factor) only led to changes in tumor stage in a
small fraction of oncological patients [10]. This finding
has considerable implications:
The implementation of a low-activity acquisition

protocol would lead to a reduction in radiation exposure
for patients and medical staff. This low-activity regimen
would be particularly beneficial for lymphoma patients,

who are often young and have a high rate of long-term
remission [11]. Additionally, lower activity require-
ments/scanning times would enable PET centers to per-
form more exams per day and optimize their cost
efficiency.
We therefore aimed to evaluate the feasibility of a

threefold reduction in scan time duration in lymphoma
patients undergoing 18F-FDG-PET/CT without com-
promising diagnostic performance. As a reduction of
emission time correlates to a reduction in administered
activity by the approximately the same factor [10, 12],
our results would advocate for the use of a low-activity
protocol.

Methods
Patient population and preparation
Twenty consecutively enrolled lymphoma patients (5
with Hodgkin lymphoma, 14 with Non-Hodgkin lymph-
oma, 1 with high clinical suspicion of lymphoma) under-
going 18F-FDG PET examination (on clinical indication)
were included. In 6 of these the examination was per-
formed for initial staging, in 12 after systemic treatment
and in the 2 remaining patients for suspicion of
recurrence.
Detailed patient and imaging characteristics are pro-

vided in Supplemental Table S1. Mean patient age
(range) was 50 (23–84) years and mean patient weight
(range) was 81 (47–130) kg. Following joint EANM pro-
cedure guidelines for 18F-FDG PET/CT in tumor im-
aging, a mean±standard deviation (SD) activity of 340±
72MBq (corresponding to 4.2±0.4MBq/kg bodyweight)
18F-FDG was injected intravenously. PET/CT data were
acquired after a mean±SD time interval of 73±11min.

Image acquisition
All examinations were performed on a digital Biograph
Vision PET/CT system (Siemens Healthcare; Erlangen,
Germany), whose imaging properties have recently been
assessed using 18F [7]. The scan area comprised whole-
body PET/CT from mid-thigh to skull base. Image ac-
quisition started with a whole-body spiral CT in full-
dose technique using automatic tube current and tube
voltage adjustments (Care Dose 4D, quality reference
160 mAs, CARE kV, quality reference 120 kV). These
data were used for attenuation correction and
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anatomical correlation. Subsequently, two PET scans
were applied in continuous-bed-motion mode.
The reference (or clinical standard) scan was acquired

first and lasted approximately 15 min, the reduced scan
was acquired subsequently with an emission time of
about 5 min. We chose an approximate threefold reduc-
tion of emission time based on previously published in-
vivo and phantom studies by other groups and an
optimization study by our group performed on the same
PET/CT system using an abdominal phantom under
conditions observed in lymphoma imaging [10, 13, 14].
More precisely, in the phantom study our group has
demonstrated that the optimized step-and-shoot emis-
sion time was approximately 60 s/bed (or 2.19 mm/s in
continuous-bed-motion table speed) in association with
appropriate image reconstruction algorithms (see below).
Of note, the conversion from step-and-shoot emission
time per bed (tbed) to continuous-bed-motion table
speed (vtable) was based on manufacturer recommended
equivalence settings using an axial field of view (FOV) of
263 mm (or vtable = 0.5 FOV / tbed).
More specifically, our clinical standard protocol com-

prised three regions: two non-abdomen regions (ranging
from the skull-base to the upper abdomen and from the
lower abdomen to mid-thigh) and an abdomen region.
For the reference acquisition protocol, the continuous-
bed-motion table speed (equivalent step-and-shoot emis-
sion time per bed position, approximate scan length of
about 30 cm) for the non-abdomen regions and within
abdomen region was 1.5 mm/s (88 s/bed) and 0.8 mm/s
(164 s/bed), respectively. For the reduced acquisition
protocol, the continuous-bed-motion table speeds were
2.2 mm/s (60 s/bed) and 4.1 mm/s (32 s/bed) within the
abdomen and non-abdomen region, respectively. This
translates to a reduction of the scan time duration
exactly by a factor of 2.75 or approximately a threefold
reduction in scan time duration.

Image reconstruction
The diagnostic CT images were reconstructed itera-
tively with a convolution kernel I30f (SAFIRE level of
3). The reconstructed CT slice thickness and the
transversal voxel size was 3.0 mm and 1.5× 1.5 mm2,
respectively. Based upon our previously conducted
phantom-based optimization study images [13, 14]
were reconstructed using the three-dimensional ordin-
ary Poisson ordered-subset expectation maximization
(OSEM) algorithm, either with standalone time of
flight (TOF) approach or with combined TOF and
point spread function (PSF). For both acquisition pro-
tocols, 4 image sets were reconstructed: TOF and
TOF+PSF, each with 2 iterations (5 subsets) or 4 iter-
ations (5 subsets). The reconstructed images had a
voxel size of 3.3× 3.3× 3.0 mm3 and were smoothed

with an isotropic Gaussian post-reconstruction filter
of 4 mm. The estimated reconstructed PET spatial
resolution (expressed as the full-width-at-half max-
imum) was 5.4 mm and 4.9 mm for TOF- and TOF+
PSF-reconstructed images, respectively [13]. The
resulting 4 images (reconstructed for each patient and
each acquisition protocol) are referred to OSEM-TOF
(2i), OSEM-TOF (4i), OSEM-TOF+PSF (2i), and
OSEM-TOF+PSF (4i).

Image analyses
Pseudonymized PET/CT data were analyzed by a cen-
tral reader blinded to any clinical information in ran-
dom order on a per-region basis. Based on the Ann-
Arbor Classification, three types of regions based on
lesion location were defined [1], which are: supra-
diaphragmal nodal lesions, infradiaphragmal nodal le-
sions, extranodal lesions. Subsequently, for each
region, maximum and peak standardized uptake
values (SUVmax and SUVpeak) were measured and
its lesion size (short diameter for nodal lesions, long
diameter for non-nodal lesion) were determined for
the lesion with the highest tracer uptake. The result-
ing SUV ratios were further categorized in terms of
SUVmax showing tumors with faint (SUVmax≤5),
moderate (5<SUVmax< 10), and high uptake (SUV-
max≥10). In addition, tumor stage according to the
Ann-Arbor Classification and Deauville Score for pa-
tients after systemic treatment were assessed.

Metrics for diagnostic performance
Three metrics were used to evaluate the diagnostic
performance. Primary endpoint was the accuracy of
the per-region detectability in the images acquired
with the reduced protocol. To this end, images re-
constructed with the same image reconstruction al-
gorithm, but acquired with standard emission time
duration, were set as reference image. Subsequently,
the fraction of correctly classified tumor regions and
subsequent changes in Ann-Arbor stage were
assessed.
Secondary endpoints were the precision in image

quantification and image noise. The former was obtained
by calculating the ratio between SUVmax (SUVpeak) of
FDG-avid tumors in the reduced and reference acquisi-
tion protocol series for each of the respective image re-
construction algorithms. Image noise was assessed using
the liver’s activity distribution and is defined as the ratio
of the standard deviation of SUV to the mean SUV in
healthy liver tissue that were obtained by placing a
spherical volume of interest with 3 cm in diameter in the
lower right liver lobe [15, 16].
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Results
Detectability
As assessed by the reference protocol, 9/20 patients
(45%) were PET-positive. Of these, 1/20 patients was
staged as Ann-Arbor I, 4/20 were staged as Ann-Arbor II,
and 2/20 each as Ann-Arbor III and IV (the latter with ad-
renal and bone involvement). Using images acquired with
the standard protocol as reference, 60/60 regions (100%)
and 12/12 (100%) regions with at least one tumor lesion
were correctly classified in the reduced protocol (Supple-
mental Tables S2 and S3). All defined regions were cor-
rectly classified in the images acquired with reduced scan
time duration, and therefore, no changes in staging were

observed. In addition, no differences regarding the lesion
detectability were observed between the different recon-
struction algorithms. Figure 1 shows images acquired with
standard vs. reduced acquisition time of patients, using
OSEM-TOF+PSF (4i) exemplary.

Image quantification
Figure 2 illustrates the ratio of SUVmax and SUVpeak,
separately for lesions with faint, moderate, and high up-
take. An absolute difference in SUVs of less than 20%
was observed between images acquired with reduced vs.
standard protocol. The error margin of ±20% was con-
sidered acceptable in this study, which is similar to the

Fig. 1 A 25-year-old patient with biopsy-proven lymphoma undergoing 18F-FDG-PET/CT before treatment. Panels a, b, and c show images
acquired with the reference acquisition protocol, panels c, d, and e show image acquired with reduced emission time, all reconstructed with
OSEM-PSF+TOF (4i). Axial slices (b, c, c, and f) and maximum intensity projections (a and d) reveal vital lymphoma manifestations in cervical and
mediastinal lymph nodes. All lesions visible with standard acquisition protocol were also detectable after a threefold reduction of scan time
duration. Values left to the color bares are in SUV units
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mean percentage difference in lesion SUVmax for differ-
ent scanners at different locations [17]. Across all mea-
sured lesions, the mean absolute percentage deviation
for SUVmax (SUVpeak) was 7.5% (8.4%), 6.8% (5.7%),

6.5% (5.3%), and 6.2% (6.2%) for OSEM-TOF+PSF (4i),
OSEM-TOF+PSF (2i), OSEM-TOF (4i), OSEM-TOF
(2i), respectively. In the population after systemic treat-
ment (n=12), Deauville Score was 1 in four patients,

Fig. 2 Dot plots showing the ratio between lesion SUVmax (panel a) and SUVpeak (panel b) between images acquired with reference vs.
reduced acquisition protocol. Quantitative assessment was performed separately for lesions with faint (circles, SUVmax≤5), moderate (triangles, 5<
SUVmax< 10)), and high uptake (squares, SUVmax ≥ 10). Dashed lines indicate the maximum tolerated deviation of ±20%
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2 in three patients, 4 in three patients and 5 in two
patients. No deviations in Deauville Score were
observed.

Image noise
Scan time reduction led to an increase in image noise
and these differences were most pronounced in the im-
ages reconstructed with 4 iterations (Fig. 3). The mean
image noise increased from 7.8 to 12.2% for OSEM-TOF
(4i) and 5.2 to 8.1% for OSEM-TOF (2i). The same
phenomenon was observed for OSEM-PSF+TOF recon-
structed images, that is, image noise increased from 6.4
to 10.3% OSEM-TOF+PSF (4i), 4.3 to 6.5% for OSEM-
TOF+PSF (2i)

Discussion
This study confirms that a digital PET/CT system en-
ables a reduction of scan time duration or administered
18F-FDG-PET/CT activity. In our cohort of 20

lymphoma patients all of our defined body regions
(supradiaphragmal nodal, infradiaphragmal nodal, extra-
nodal) were correctly classified and no down-staging was
observed using images acquired with the reduced acqui-
sition protocol. Hence, based on the images acquired
with almost a threefold reduction in scan time duration,
lesion detectability, image quantification, and image
noise were highly reproducible across all reconstruction
algorithms.
Similarly, van Sluis et al. [10] were able to show that a

threefold reduction in scan time duration led to down-
staging in a minor fraction of patients (1/30) of their pa-
tient cohort that encompassed different oncological en-
tities. A prior study by our group showed comparable
results for 68Ga-PSMA PET in prostate cancer [18]. We
observed down-staging in 1/20 patients due to missing
small nodal lesions. The differences in findings to the
previous study can be explained by the bigger size of
nodal lesions in this study (mean short-axis diameter:

Fig. 3 Bar graph showing the image noise derived from the liver’s activity distribution for images acquired with reference (white bars) vs.
reduced acquisition time (hatched bars) across all reconstruction algorithms. Median values for each reconstruction algorithm are given and they
are indicated with dashed lines
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13.8 mm) as well as the different imaging properties of
18F-FDG-based tracers [19]. However, at presentation,
size of nodal lesions in lymphoma is often larger than 1
cm, so the lesion size in our patient cohort is likely to be
representative [20]. Figure 1 shows an exemplary patient,
who underwent 18F-FDG-PET/CT using the reference
acquisition and reduced acquisition protocol.
Image quantification acquired with the reduced scan

time duration proved to be reliable across all reconstruc-
tion algorithms and the single absolute percentage devi-
ation was considerably lower than < 20% (Fig. 2), which
we previously defined as the acceptable margin of error.
Of note, a recent study by Kurland et al. [17] demon-
strated that lesion uptake (SUVmax) showed an average
difference of 8% for the same scanner model within the
same institution and 18% for different scanners from dif-
ferent institutions. No notable differences were observed
between SUVmax and SUVpeak measurements and be-
tween low, moderate and high tracer uptake. In this
study images acquired with the reduced acquisition
protocol were acquired after the reference protocol. The
occurrence of at least slight metabolic changes between
the acquisitions of both scans is likely as prior studies
employing dual time point 18F-FDG-PET/CT have
shown an increase of tumor specific 18F-FDG-uptake on
images acquired as late as 2 or 3 h after injection [21,
22]. This might partially explain the higher tumoral up-
take on images acquired with reduced vs. reference
emission time. A detailed depiction of quantitative as-
sessment in all patients is provided in Fig. 2.
As expected, a reduction of emission time led to an in-

crease in image noise, which is in line with prior studies
by van Sluis et al. [10] and Sonni et al. [23]. An in-depth
overview of image noise across all employed reconstruc-
tion algorithms is provided in Fig. 3.
Interestingly, a higher image noise was observed for

images reconstructed with 2 iterations vs. 4 iterations,
which is comparable with a previous study of our group
on emission time reduction in 68Ga-PSMA PET/CT
[18].
Limitations of our study are the relatively small patient

and lesion size and its retrospective nature. Additionally,
in more than half of patients 18F-FDG-PET/CT did not
reveal any 18F-FDG-avid lymphoma manifestations,
which further restricts the reliability of our study results.
For ethical reasons histopathological lesion validation
was not performed. However, this was beyond the scope
of this study as 18F-FDG-PET/CT constitutes the current
imaging gold standard [24].

Conclusion
This study shows that the advent of the new generation
of digital PET/CT systems might enable a reduction of
scan time duration (or administered activity) without

sacrificing diagnostic performance. Especially a reduc-
tion in tracer activity might allow for higher patient
throughput, better cost-efficiency, and a reduction in ra-
diation exposure in the frequently young lymphoma pa-
tients. However, the results have to be validated in larger
trials.

Supplementary Information
The online version contains supplementary material available at https://doi.
org/10.1186/s12885-020-07723-2.

Additional file 1: Table S1. Patient and Imaging Characteristics (n=20).

Additional file 2: Table S2. Overview of the Lesion detectability using
images reconstructed with OSEM-TOF+PSF 4i (served as reference) in
comparison with the detectability using images reconstructed with
OSEM-TOF 4i (short) and OSEM-TOF 2i (reduced).

Additional file 3: Table S3. Overview of the lesion detectability using
images reconstructed with OSEM-TOF 4i (served as reference) in compari-
son with the detectability using images reconstructed with OSEM-TOF 4i
(short) and OSEM-TOF 2i (reduced).

Abbreviations
18F-FDG PET/CT: Fluorodeoxyglucose; PET: positron-emission tomography;
CT: computed tomography; TOF: time of flight; PSF: point spread function;
EANM: European Association of Nuclear Medicine; MBq: Megabecquerel;
SD: standard deviation; kV: kilovolts; FOV: field of view; OSEM: Poisson
ordered-subset expectation maximization; 4i: 4 iterations; 2i: 2 iterations;
SUVmax: maximum standardized uptake value; SUVpeak: peak standardized
uptake value

Acknowledgements
None.

Authors’ contributions
MW, WJ, and DK analyzed the data, co-wrote the manuscript and approved of
its final content. RH and MS acquired and analysed the data, critically revised
the manuscript and approved of its final content. KH, PFC, CR, AW, and WPF,
MC contributed to the study design, critically revised the manuscript and
approved of its final content.

Funding
No specific funding was available for this study. Open Access funding
enabled and organized by Projekt DEAL.

Availability of data and materials
The datasets generated and/or analysed during the current study are not
publicly available due to privacy legislation but are available from the
corresponding author on reasonable request.

Ethics approval and consent to participate
The retrospective analysis of available patient data was performed in
accordance with the declaration of Helsinki and approved by the local ethics
committee (Ethics committee, University Duisburg-Essen, faculty of medicine;
reference number: 20–9204-BO).

Consent for publication
Not applicable.

Competing interests
Manuel Weber, Regina Hofferber, Axel Wetter, David Kersting, and Pedro
Fragoso Costa have nothing to disclose. W. Jentzen received research
funding from Siemens Healthineers.
Ken Herrmann reports personal fees from Bayer, personal fees and other
from Sofie Biosciences, personal fees from SIRTEX, non-financial support from
ABX, personal fees from Adacap, personal fees from Curium, personal fees
from Endocyte, grants and personal fees from BTG, personal fees from IPSEN,
personal fees from Siemens Healthineers, personal fees from GE Healthcare,

Weber et al. BMC Cancer           (2021) 21:62 Page 7 of 8

https://doi.org/10.1186/s12885-020-07723-2
https://doi.org/10.1186/s12885-020-07723-2


personal fees from Amgen, personal fees from Novartis, personal fees from
ymabs, outside the submitted work; Wolfgang P. Fendler is a consultant for
Endocyte and BTG, and he received personal fees from RadioMedix outside
of the submitted work.
Maurizio Conti is an employee of Siemens Medical Solutions USA.

Author details
1Department of Nuclear Medicine, University of Duisburg-Essen, University
Hospital Essen, Hufelandstrasse 55, 45122 Essen, Germany. 2University of
Duisburg-Essen and German Cancer Consortium (DKTK)-University Hospital,
Essen, Germany. 3Department of Department of Diagnostic and
Interventional Radiology and Neuroradiology, University Hospital Essen,
Essen, Germany. 4Siemens Medical Solutions USA, INC, Erlangen, Germany.

Received: 23 July 2020 Accepted: 9 December 2020

References
1. Cheson BD, et al. Recommendations for initial evaluation, staging, and

response assessment of Hodgkin and non-Hodgkin lymphoma: the Lugano
classification. J Clin Oncol. 2014;32(27):3059–68.

2. Duhrsen U, et al. Positron emission tomography-guided therapy of
aggressive non-Hodgkin lymphomas (PETAL): a multicenter, randomized
phase III trial. J Clin Oncol. 2018;36(20):2024–34.

3. Gelfand MJ, et al. Pre-medication to block [(18) F] FDG uptake in the brown
adipose tissue of pediatric and adolescent patients. Pediatr Radiol. 2005;
35(10):984–90.

4. Cohade C, et al. Uptake in supraclavicular area fat ("USA-Fat"): description on
18F-FDG PET/CT. J Nucl Med. 2003;44(2):170–6.

5. Barrington SF, Kluge R. FDG PET for therapy monitoring in Hodgkin and
non-Hodgkin lymphomas. Eur J Nucl Med Mol Imaging. 2017;44(Suppl 1):
97–110.

6. Boellaard R, et al. FDG PET/CT: EANM procedure guidelines for tumour
imaging: version 2.0. Eur J Nucl Med Mol Imaging. 2015;42(2):328–54.

7. van Sluis J, et al. Image quality and semi-quantitative measurements of the
Siemens biograph vision PET/CT: initial experiences and comparison with
Siemens biograph mCT PET/CT. J Nucl Med. 2020;61(1):129–135.

8. Gnesin S, et al. Phantom-based image quality assessment of clinical (18) F-
FDG protocols in digital PET/CT and comparison to conventional PMT-
based PET/CT. EJNMMI Phys. 2020;7(1):1.

9. Surti S, et al. Benefit of improved performance with state-of-the art digital
PET/CT for lesion detection in oncology. J Nucl Med. 2020;61(11):1684–1690.

10. van Sluis J, et al. Image quality and activity optimization in oncological (18)
F-FDG PET using the digital biograph vision PET/CT. J Nucl Med. 2019.

11. Shah DJ, Sachs RK, Wilson DJ. Radiation-induced cancer: a modern view. Br
J Radiol. 2012;85(1020):e1166–73.

12. Rauscher I, et al. Can the injected dose be reduced in (68) Ga-PSMA-11 PET/
CT maintaining high image quality for lesion detection? J Nucl Med. 2020;
61(2):189–193.

13. Bramer, A., Phantom study for optimization [18F] FDG imaging of lymphoma
using Biograph Vision PET/CT., in Department for Nuclear medicine. 2019,
University Duisburg-Essen.

14. Fragoso Costa P, et al. Emission time reduction for 2-[18F] FDG examinations
in lymphoma patients with a PET/CT with SiPM - a feasibility phantom study
(EPS-093); European Association of Nuclear Medicine October 22–30, 2020
Virtual. Eur J Nucl Med Mol Imaging. 2020;47(Suppl 1):257.

15. Nagaki A, Onoguchi M, Matsutomo N. Patient weight-based acquisition
protocols to optimize (18) F-FDG PET/CT image quality. J Nucl Med Technol.
2011;39(2):72–6.

16. Viner M, et al. Liver SULmean at FDG PET/CT: interreader agreement and
impact of placement of volume of interest. Radiology. 2013;267(2):596–601.

17. Kurland BF, et al. Test-retest reproducibility of (18) F-FDG PET/CT uptake in
Cancer patients within a qualified and calibrated local network. J Nucl Med.
2019;60(5):608–14.

18. Weber, M., et al., Evaluation of 68Ga-PSMA PET/CT images acquired with a
reduced scan time duration in prostate Cancer patients using the digital
biograph vision. 2020.

19. Conti M, Eriksson L. Physics of pure and non-pure positron emitters for PET:
a review and a discussion. EJNMMI Phys. 2016;3(1):8.

20. Haque W, et al. Radiation therapy is an effective modality in the treatment
of mantle cell lymphoma, even in heavily pretreated patients. Clin
Lymphoma Myeloma Leuk. 2014;14(6):474–9.

21. Kubota K, et al. Advantage of delayed whole-body FDG-PET imaging for
tumour detection. Eur J Nucl Med. 2001;28(6):696–703.

22. Boerner AR, et al. Optimal scan time for fluorine-18 fluorodeoxyglucose
positron emission tomography in breast cancer. Eur J Nucl Med. 1999;26(3):
226–30.

23. Sonni I, et al. Initial experience with a SiPM-based PET/CT scanner: influence
of acquisition time on image quality. EJNMMI Phys. 2018;5(1):9.

24. Fueger BJ, et al. Comparison of CT, PET, and PET/CT for staging of patients
with indolent non-Hodgkin's lymphoma. Mol Imaging Biol. 2009;11(4):269–74.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.

Weber et al. BMC Cancer           (2021) 21:62 Page 8 of 8


	Abstract
	Background
	Methods
	Results
	Conclusion

	Background
	Methods
	Patient population and preparation
	Image acquisition
	Image reconstruction
	Image analyses
	Metrics for diagnostic performance

	Results
	Detectability
	Image quantification
	Image noise

	Discussion
	Conclusion
	Supplementary Information
	Abbreviations
	Acknowledgements
	Authors’ contributions
	Funding
	Availability of data and materials
	Ethics approval and consent to participate
	Consent for publication
	Competing interests
	Author details
	References
	Publisher’s Note

